[Digital roentgen video image processing for target calculation in stereotactic neurosurgery].
The basic methods for calculating targets in stereotactic cerebral operations, using radiography or CT sections for special operations, can now be extended by a new method, depending on image generating system from a digital x-ray video chain. A micro-computer was used in order to calculate image measurements, angulation of the apparatus and documentation of the surgical procedures.